LATITUDE™ Patient Management - Event Detail Report Report Created: 23 Sep 2025

Latest Device Transmission: 21 Sep 2025 02:41 CEST
Device: RESONATE X4 CRT-D Last Office Interrogation: 24 Sep 2024

G447/207042 Implant Date: 15 Mar 2019

Clinic: CHU Haut Leveque Bordeaux HOPIT, Patient Group: TACHY_CHU de Bordeaux (Primary)
Search Tags:

Tachy Mode: Monitor + Therapy

Date of Birth:

Boston
Scientific

PMT-212: 15 Jun 2025 18:41, PMT, A Rate: 130 min'l, V Rate: 130 min't

Detail

PMT Event Onset

Avg A Rate 130 min1
Avg V Rate 130 min-1
Event Ended 00:00:00
EGM displayed at 25mm per second
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