LATITUDE™ Patient Management - Event Detail Report

Report Created: 17 Jan 2023

Date of Birth:

Device: INCEPTA ICD F160
Clinic:

Search Tags:

Tachy Mode: Monitor + Therapy

Boston
Scientific

Latest Device Transmission: 02 Jan 2023 01:39 CET
Last Office Interrogation: 15 May 2022

Implant Date:

Patient Group:

(Primary)

V-139: 31 Dec 2022 21:57, NonSustV, V Rate: 152 min1
Detail

NonSustV Event Onset

Avg V Rate 152 mint
Detection Rhythm 1D
Template 31 Dec 2022 21:34

RhythmMatch™ Threshold
94 %
Event Ended

EGM displayed at 25mm per second

I Dnset | |

00:00:06

e 4’ 4[. qfwmwlwmwlmm%)wlw{w|

Shock A I I !

I| | |'| |

1 | |
P | e |,L,.-—~\,.-m—-u1 | _‘,.-1—-1,_.—.—4' = Iw-—~—~u-——-4 | f——\_.n—.l '.L | fz‘-”"—'._,..l’-J‘H.l

V5 W5 W5 V5
853 790 TG0

F160 Firmware Version: B_v1.02.00(4.01)
©2020 Boston Scientific Corporation or its affiliates. All rights
reserved.

Page 1 of 3

W5 W5 T WF V5 V5 y
928 g20 325 273 G618 560 f
WF
168
CO6% Co8% {

Clinician Signatured

lini



LATITUDE™ Patient Management - Event Detail Report 17 Jan 2023

{ | I 1 { f |

Shock | I I L ' f |G I [ |
'-,'l“.‘hL“"”_" Fitiegred ) T et | i, | '_.,,.'-.l‘.l"l'\.'l e P R | P L V_'_.\"’_"_'—J | P
T T T T T T T T T
5 VS W5 W5 VS VS W5 W5 W5 V5
353 538 523 T40 815 7133 705 =10 G683 G685
ZOH% CO%% CO5%, CO99%, Catu COo% COE%

e

| | I
| (,.-—"1.__,.....—4 L

Shock || )
Irl,a—'_‘\',.—-—-
T T T
WS WS WS
80 690 700

©2020 Boston Scientific Corporation or its affiliates. All rights reserved.
Page 2 of 3



LATITUDE™ Patient Management - Event Detail Report 17 Jan 2023

4+ > VRange ¥ <V Range =V Sense @V Pace
4500 T 1133
425! 141
400 150
3755 1160
350 E171
3251 {185
300 200
275 218
minsso | 1240 MS

2255.vﬁ ........ e %267
200 1300
175 ) 343
1s0i VT }400
125! 1480
100 il 1600
75L-'_- '-........5800
50 e 1200

©2020 Boston Scientific Corporation or its affiliates. All rights reserved.
Page 3 of 3





